Scanivalve

4/19/2023

End Of Life Notification
SPC4000 Pressure Calibrator

Dear Customer,

Scanivalve has been partnered with Mensor LP for many years to produce and
support the SPC4000 series of Pressure Calibrators. The SPC4000 is an OEM
custom adaptation of the Mensor APC600 / CPC6000 to suit our customer's
specific needs. As of 12/31/2023, Mensor is ending software and hardware
support for the APC600, CPC6000 and SPC4000. As such, Scanivalve will be
categorizing the SPC4000 as ‘End of Life’ beginning 12/31/2023. More
information on the SPC4000 ‘End of Life’ status as well as updates on all our
obsolete products can be found on our website at:

https://scanivalve.com/support/legacy-product-information/

The SPC4000 has been replaced by the SPC4050. The SPC4050 is the
recommended replacement for the SPC4000 as it includes improvements to
many of the functions as well as supports most of the SPC4000 pressure
transducers.

If you have any questions, please contact us at: techsupport@scanivalve.com or
myself directly.

Regards,

Ryan Pemberton

Engineering Manager

P:  (800) 935-5151 x240
(509) 789-4068

E: rmemberton@scanivalve com
A: 1722 N Madson Street

Liberty Lake, WA, 99019
www.scanivalve.com M: 509-850-6087
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Mensor LP

201 Barnes Drive

San Marcos, TX 78666
Phone: 1- 512-396-4200

END OF SERVICE NOTICE FOR CPC6000/APC600

Dear Customer:

Mensor LP hereby gives official notification that the following product(s) will no longer be serviced after 2023.
This encompasses the following list of product(s):

CPC6000 / APC600
PN 0017222001BF

The End-of-Sales (EOS) was announced in 2016 and this is the official notice of the End of Service:
e End of Software Support Date: 12/31/2023
e End of Hardware Support Date: 12/31/2023

Please see the following data for the replacement model:
Modular Pressure Controller CPC6050

Special Features:

m Compatible with CPC6000 transducer models?
m Pressure ranges: -1 ... 210 bar (-15 ... 3,045 psi)
m Control stability < 0.003% FS

m Accuracy down to 0.008% IS (IntelliScale)

m Two year warranty

Should you have any questions or concerns, please contact myself or John Rosenwald, Director of Sales at
Mensor LP.

Best regards,

Derek Zarate
Product Manager — Mensor LP
Derek.Zarate@mensor.com

1 Excluding barometers



